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FOR IMMEDIATE ATTENTION 

TO: 		Nursing Supervisors, Medical Directors, Administrators 

FROM:	Amy Williams, Community Outreach Coordinator  

DATE: 	March 13, 2009 

RE: 		Baxter Recalls Colleague Single and Triple Channel Volumetric Infusion Pumps


On March 11, 2009, Baxter International Inc. announced that the U.S. Food and Drug Administration (FDA) has classified Baxter’s January 23, 2009 Urgent Device Correction letter to customers regarding U.S. COLLEAGUE® Volumetric Infusion Pumps as a Class I recall. Baxter issued the letter based on findings from its ongoing quality control processes. This action has been classified by FDA as a Class I recall because of the risk of serious injury or patient death if affected devices malfunction. Affected model numbers include: All COLLEAGUE Volumetric Infusion Pump Mono 2M8151 and 2M8153, CX 2M8161 and 2M8163, and CXE 2M9161 and 2M9163.
For the complete FDA alert, please visit our website at www.esrdnetwork6.org and click on Alerts. 
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